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Abstract. We present results from the development of a background limited transition edge sensor (TES) bolometer for the 
wavelength band 30 — 60 /im. The bolometer consists of a Ti/Au superconducting thermometer and a Ta radiation absorber 
deposited on a 200/im x300/im membrane of SixNy suspended on long, narrow legs. This device is voltage biased and the 
current through the device is measured by a SQUID amplifier. The thermometer has transition temperature Tc = 108 mK 
and the device is operated from a 70 mK base plate. FIR radiation is coupled into a multimode horn with entrance aperture 
of 450 /im, length 4.5 mm and exit aperture of 45 /im, which feeds a metal integrating cavity containing the detector. The 
radiation band is defined by a pair of lowpass and highpass mesh filters in front of the horn. Here we present measurements 
of optical noise equivalent power (NEP), optical efficiency, dynamic range and time constant. The results show that measured 
TES detectors are close to meeting the requirement of the "Band 3" of SAFARI FTS imaging instrument [1] on the SPICA 
mission [2]. 
Keywords: Transition edge sensor, Far-IR detector, Si^ Nj, tliermal transport 
PACS: 85.25.Pb, 95.85.Gn, 63.22.+m 
INTRODUCTION DEVICES AND EXPERIMENTAL SETUP 
The sensitivity of the current generation of Far-Infrared 
(FIR) and submillimeter-wave astronomical instruments 
such as HERSCHEL and SCUBA2 is limited by emis-
sion from the warm telescope and/or atmosphere in the 
case of ground based instruments. Several newly pro-
posed space missions such as SPICA and FIRI include 
actively cooled telescopes. This would allow FIR ob-
servations limited by the photon noise from the astro-
nomical sources themselves and enable detailed spectro-
scopic measurements of extremely faint sources such as 
high redshift galaxies and nearby protoplanetary disks. 
In order to take advantage of these low background plat-
forms, FIR detectors with a low level of noise equiv-
alent power (NEP) are required. The detector require-
ments for broad band imaging and spectroscopy such as 
in the Fourier Transform Spectrometer (FTS) proposed 
for the SAFARI instrument on the SPICA telescope are 
NEP = 2 X 10"^^ W/A/HZ and time constant T = 10 ms. 
Transition edge superconducting detectors (TES) have 
recently demonstrated capabihty of meeting these re-
quirements [3]. 
The TES detectors used for this work were manufactured 
at SRON/Utrecht. As shown in Figure I, the bolome-
ters consist of a I jUm-thick Si^ N ,^ membrane support-
ing a 100 X 100 jUm^ Ti/Au/Ti thermometer with Tc = 
108 mK and layer thicknesses of 20/55/5 nm. A 200 x 
200 jUm^ X 7 nm thick Ta absorber is patterned next to 
the Ti/Au thermometer The resistance of the absorber is 
500 Q./D. The entire structure is supported by four Si^ N ,^ 
legs, each 240 jUm long x 4 jUm wide x I jUm thick. 
Niobium wiring is used to contact the thermometer and 
absorber 
FIGURE 1. TES photograph. 
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The test bed is based on a Janis two stage adiabatic de-
magnetization refrigerator system with base temperature 
60 mK which gives us enough margin for TES tests with 
Tc::; 100 mK. Magnetic shielding of the detector volume 
is achieved with a Metglas® 2705M foil [4] layer on the 
first (IK) stage shield and « 50 jUm-thick tin-lead alloy 
shielding on the second (60 mK) stage. The temperature 
of the cold plate is controlled by a feedback loop which 
controls the ADR magnet current. 
Measurements of the TES were done with a NIST 
100-element SQUID series array [5] operated in a flux-
locked-loop using commercial StarCryo [6] read-out 
electronics adapted to the large output signal voltage 
from the NIST series arrays. The cold TES circuit is 
shown in Figure 2, where Rs is the shunt resistor, R^ 
is the bias resistor, L^ is the input coil of the SQUID 
and LFB is the feedback coil of the SQUID. Note that 
the value Rs = 5 mQ. is given at room temperature and 
Rb is outside the cold part of the cryostat. For IV mea-
surements Rb = 200 kQ., but we also have to take into 
account wiring resistance « 400 Q. in series with R^, (for 
simphcity wiring resistance will be included into the Rb). 
We used an Agilent signal generator to provide bias for 
the detectors. 
With extremely low values of the TES bias power 
( - 10-15 W) we had to take care that no electomagnetic 
pick-up affected the measurements. We used RC filters 
at the output of an RF box mounted on the cryostat wall 
and an RC filter block with 3dB roll-off at /sdB - 1 MHz 
at the entrance to the 4 K volume. 
FIGURE 2. TES read out circuit. The SQUID block is 
mounted on IK stage and connected with TES by means of 
shielded superconducting Nb/Ti cable. 
For illumination of the TES we used a variable temper-
ature large area blackbody source mounted on the 4.2 K 
shield. The blackbody consists of a 14 mm diameter cop-
per cone painted on the inside facing the detector with 
carbon-loaded stycast black paint. A resistive heater and 
calibrated diode thermometer are glued to the back side 
of the copper cone and the blackbody assembly is sus-
pended on kevlar strings which make it possible to heat 
it up to Tbb '-^  30 - 40 K with less than 10 mW of heater 
power. The thermal stabilization time of the blackbody 
is appoximately 10 - 20 s. We also used a smaller area 
(1 mm X 1 mm) calibration source with a time constant of 
approximately 10 - 20 ms mounted on the 4.2 K shield 
for tests with modulated optical power. 
The detector was mounted in a light-tight holder with 
optical cavity and horn antenna. The frequency band was 
defined by metal mesh bandpass filters manufactured at 
Cardiff and similar for those in PACS instrument [7] 
with cuton frequency Vi « 5 THz and cutoff frequency 
V2 « 10 THz. We used a system of black baffles to make 
sure that any leakage of photons onto the shields was 
minimized. 
EXPERIMENTAL RESULTS 
The theoretical performance of a TES bolometer is de-
termined by the thermal conductance, G, of the support 
legs, the heat capacity, C, of the absorber and super-
conducting thermometer, the superconducting transition 
temperature, T^ , and the loop gain of the electrother-
mal feedback, LQ [8]. The phonon-limited sensitivity of 
a bolometer is given by: NEP = ^/j'^k^T^G, where 7is 
a number between 0.5 and 1 depending on the difference 
between the base temperature, T^, and the transition tem-
perature, Tc, of the superconductor and the dependence 
of the thermal conductance on temperature. 
We characterized the TES initiaUy in a dark enclo-
sure to obtain G{T). The power dissipation in the TES, 
^Es = VTES^TES as a function of base temperature is 
shown in Figure 3. 
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FIGURE 3. Electrical power dissipated in TES vs. base tem-
perature from the IV curves. 
The data are well fit by a single power law given by: 
^ES = k{T" -T"), where fe is a coefficient character-
izing heat transfer. The thermal conductance, G, of the 
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legs is equal to: G = dP/dT = knT"^^. After fitting the 
power vs. temperature data the values shown in Table 1 
were calculated for the device. Using the value of G from 
TABLE 1. TES parameters 
Parameter 
n 
k 
Tc 
G 
Value 
2.5 
2.74 x l O " " 
0.108 K 
2.43 X 10^12 ^ / j ^ 
Table 1, which was evaluated for Tc = 108 mK, we calcu-
late a phonon-limited NEP = 1.3 x lO^^* W / A / H ^ . We 
measured the electrical time constant (Tgi) by applying a 
small square wave deviation on top of the DC bias and 
measuring the resulting current transient. The time con-
stant was computed by fitting an exponential decay to the 
time stream data. The time constant was measured at dif-
ferent bias points on the IV curve at a base temperature 
of 70 mK giving values of Tgi ranging from 1.2 to 2.6 ms. 
We performed optical tests with the small volume 
blackbody to observe a signal from a modulated opti-
cal power source. Time traces of the TES signal and 
blackbody bias voltage are shown in Figure 4. The cur-
rent through the TES shown in the trace at the top of 
Figure 4 decreases exponentially with linear increase of 
blackbody bias shown at the bottom. This is because 
the blackbody spectrum for a source at 4-30 K peaks at 
0.2-1.5 THz, i.e., at significantly lower frequencies than 
the minimum in-band frequency of 5 THz. Therefore, the 
in-band power is coming from the Wien tail of the black-
body source spectrum over the entire range of blackbody 
bias and is exponentially dependent on blackbody tem-
perature. 
FIGURE 4. Time traces of the TES signal (on the left; upper 
curve) and the blackbody source bias voltage (on the right; 
lower curve). 
We have measured IV curves of the TES at base tem-
perature Tbase = 70 mK with different levels of optical 
power from the large blackbody source. Power plateaus 
with different optical load are shown in Figure 5 and the 
absorbed power in the TES is shown in Figure 6. The 
smooth curve in Figure 6 shows the amount of power pre-
dicted to be incident on the entrance aperture of the de-
tector horn assuming 70% transmission of the filter stack 
and a throughput given by TtAsmaa = 5 x 10^^ cm^sr 
where Asmaii is the area of the exit aperture of the col-
lecting horn (46 ^m diameter). The uncertainty in the 
amount of power incident on the horn is dominated by 
uncertainties in the blackbody temperature and transmis-
sion spectrum of the filters. 
At lower blackbody temperatures the absorbed power 
differs from the estimated emitted power possibly due to 
stray optical load with power < 6 x 10^^^ W. The sta-
tistical uncertainty in the measurement of the absorbed 
power is < 1 fW. However, there are systematic errors in 
the measurement of absorbed power such as variations in 
the SQUID gain due to different levels of trapped mag-
netic flux at the level of ::; 1%. The optical saturation 
power for this device was measured to be Psat « 70 fW 
at Tbb = 24.9 K and for Tbb > 25 K the device was in the 
normal state. 
160 
0.25 
V-TEs X10-^V) 
FIGURE 5. Power plateaus at Tbase = 70 mK with different 
radiation loads. Blackbody temperatures from top to bottom: 
4.2K, 20.7K, 22.8K, 24.4K, 24.9K. 
We measured the noise spectral density of the TES 
under different optical loading conditions and use the 
IV data under the same conditions to derive a noise 
equivalent power (NEP). The measured NEP « 2 x 
10^^* W/A/HZ of the detector with no optical power 
is shown in Figure 7. The measured spectrum of TES 
noise with 20 fW detected optical power corresponding 
to a blackbody temperature of Tbb = 23 K is shown in 
Figure 8. The expected photon shot noise is given by 
A^ SPphoton = v^^Pohv, where PQ is the optical power and 
hv is the intensity-weighted average photon energy. For 
our bandpass and Po = 20 fW we calculate A^ SPphoton = 
10^^^ W/A/HZ in agreement with the measured noise 
level at low frequencies. By measuring the frequency de-
50 
£ 
oi 
^ o 
a. 
l U 
10-^ ^ 
in-i^ 
-0-17 
" 
" 
• 
. . . • • • • 
, / 
•..-
..-•**•*' 
,•*' 
..•' 
.*'""'' 
,."^  
. . . • • • • • • • ' 
16 18 20 22 24 26 
Tbb (K) 
lU 
£ ^ -17 
X 
LU 1 0 ' 
10' 
10 100 
Frequency (Hz) 
1000 
FIGURE 6. Blackbody power absorbed by TES (data points) 
and estimated blackbody power (line). 
FIGURE 8. Noise spectrum of TES under blackbody illumi-
nation with absorbed optical power PQ = 20 fW, measured at 
base temperature 65 mK. 
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source at temperatures of approximately 20 K with high 
signal-to-noise and from this data derived an optical time 
constant TopUcai = 1-5 ms. 
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